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Nomenclature 


Ao,i,2  second  order  polynomial  coefficients  .  [  -  ] 

Ac  projected  cross-sectional  area  of  the  FP  probe  collector  .  [  m2  ] 

Ac  side-wall  surface  area  of  the  FP  collector  .  [  m2  ] 

A Effective  corrected  cross-sectional  collection  area  of  the  FP  collector  and  gap  .  [  m2  ] 

AGap  projected  cross-sectional  area  of  the  FP  gap  .  [  m2  ] 

Agr  side-wall  surface  area  of  the  FP  guard  ring  .  [  m2  ] 

g  gap  width  between  the  FP  collector  and  guard  ring  .  [  m  ] 

hc  height  of  the  FP  collector  .  [  m  ] 

hGR  height  of  the  FP  guard  ring  .  [  m  ] 

I  Axial  axial  component  of  ion  beam  current  parallel  to  thruster  centerline  .  [  A  ] 

iBeam  integrated  ion  beam  current  .  [  A  ] 

Id  anode  discharge  current  .  [  A  ] 

I[0]  collected  Faraday  probe  current  .  [  A  ] 

J[0]  current  density  in  the  plume  at  angular  position  0  .  [  A/m2  ] 

p  corrected  facility  background  pressure  .  [  torr  ] 

Pb  vacuum  facility  base  pressure  for  air  .  [  torr  ] 

Pi  background  pressure  measured  by  an  ionization  gauge  .  [  torr  ] 

R  downstream  measurement  distance  from  the  axis  of  rotation  .  [  m  ] 

Rc  outer  radius  of  the  FP  collector .  [  m  ] 

RCl  channel  centerline  radius  of  the  thruster  .  [  m  ] 

Rgr  inner  radius  of  the  FP  guard  ring  .  [  m  ] 

RL,  Rr  downstream  distance  from  the  left  or  right  ion  point  source  to  the  FP  .  [  m  ] 

aA  ion  angle  of  divergence  relative  to  channel  centerline  .  [  rad  ] 

aL,  aR  angle  of  incidence  from  the  left  and  right  point  sources  to  the  FP  .  [  rad  ] 

0  angular  position,  horizontal  plane  in  spherical  coordinate  system  .  [  rad  ] 

ka  FP  correction  accounting  for  ion  angle  of  incidence  to  the  probe  .  [  -  ] 

kd  FP  correction  accounting  for  probe  distance  to  channel  centerline  .  [  -  ] 

kg  FP  correction  accounting  for  ion  collection  in  the  gap  .  [  m2  ] 

X  plume  momentum  divergence  half-angle,  >.=0  on  thrust  axis  .  [  rad  ] 


Operations 

[R,  RCl,  ff]  parameter  measured  or  calculated  as  a  function  of  R,  RCl,  and/or  0 

<  >mv  momentum-weighted  average  quantity  in  the  plume  (O<0<7i) 

<  >j  current-weighted  average  quantity  in  the  plume  (O<0<7i) 


I.  Introduction 

ACCURATE  assessment  of  current  density  in  the  Hall  thruster  plume  is  required  to  study  ion  beam  divergence 
and  to  quantify  the  fraction  of  cathode  electron  current  to  the  anode.  Faraday  probe  current  density 
measurements  are  typically  used  for  qualitative  evaluation  of  the  plume  profile  as  opposed  to  quantitative 
assessment,  since  calculations  of  total  ion  beam  current  are  often  greater  than  the  thruster  discharge  current.  In 
addition,  beam  divergence  is  artificially  increased  with  distance  from  the  exit  plane  due  to  particle  scattering  from 
the  central  core  to  the  wings  of  the  plume.  These  over-predictions  are  exacerbated  at  high  background  pressure  and 
large  angles  from  thruster  centerline,  and  are  attributed  to  facility  effects.1 

This  research  was  initiated  to  reduce  the  measurement  uncertainty  of  Faraday  probes  and  enable  accurate 
calculations  of  ion  beam  current  and  plume  divergence.  A  nested  Faraday  probe  was  designed  and  fabricated  to 
systematically  characterize  facility  effects  on  ion  current  density  profiles  in  a  Hall  thruster  plume  over  a  wide  range 
of  downstream  distances  and  facility  background  pressure.  Correction  factors  are  introduced  to  account  for  probe 
geometry  and  spatial  effects  associated  with  the  measurement  coordinate  system.  The  ion  current  density 
distributions  are  studied  to  advance  understanding  of  facility  effects  on  the  Hall  thruster  plume,  and  thereby  improve 
comparisons  of  ground-based  experimental  measurements  with  simulations  of  the  on-orbit  plume.  The  analytical 
and  experimental  techniques  minimize  facility  effects  and  lead  to  a  list  of  recommendations  for  high-accuracy 
Faraday  probe  measurements. 
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II.  Past  Investigations 

A  number  of  studies  have  investigated  the  effects  of  elevated  background  pressure,  compared  nude  Faraday 
probe  designs,  and  evaluated  design  modifications  to  minimize  uncertainty  due  to  charge  exchange  (CEX)  collisions 
in  the  plume.  Manzella  and  Sankovic2  found  high  background  pressure  increased  ion  current  density  on  the  wings, 
while  the  central  core  remained  largely  unaffected  on  measurements  of  several  Hall  thruster  designs.  Discharge 
current  increased  linearly  with  increasing  pressure,  which  was  attributed  to  neutral  xenon  ingested  into  the  discharge 
channel.  Ingested  propellant  was  ionized  and  accelerated  to  create  additional  ion  beam  current  in  the  plume  and 
electron  current  to  the  anode,  thereby  increasing  discharge  current.  The  escalation  of  current  density  at  high  angles 
off  thruster  centerline  was  due  to  CEX  collisions  between  fast  moving  ions  and  slow  moving  xenon  from  the 
background  gas.  The  resulting  slow  moving  ions  are  scattered  from  the  central  core  to  the  outer  wings. 

Past  investigations  at  the  Plasmadynamics  and  Electric  Propulsion  Laboratory  (PEPL)  evaluated  Faraday  probe 
design  and  facility  background  pressure  on  collected  ion  current.  A  comparison  of  two  nude  Faraday  probe  designs 
concluded  the  differences  in  measured  current  density  were  due  to  probe  design  and  dissimilar  secondary  electron 
emission  (SEE)  properties  of  the  collectors.3,4  For  tests  using  the  P5  Hall  thruster  at  several  operating  conditions, 
increasing  facility  backpressure  increased  the  current  density  on  the  wings.  The  lower  current,  4.3-A  case  showed 
the  current  distribution  in  the  central  core  was  unaffected  by  backpressure,  similar  to  results  by  Manzella  and 
Sankovic.2  However,  the  higher  current  10- A  case  exhibited  minor  increases  in  the  central  core  current  density,  and 
was  attributed  to  ionization  and  acceleration  of  the  background  neutrals  near  the  exit  plane.  These  trends  are 
consistent  with  far- field  Faraday  probe  measurements  using  the  SPT-140.5 

Plasma  potential  in  the  region  surrounding  a  nude  Faraday  probe  has  been  measured  to  study  the  possibility  of 
probe  bias  voltage  acting  as  a  point  source  potential  sink,  and  thereby  attracting  low  energy  CEX  ions.6  Langmuir 
probe  measurements  near  a  nude  Faraday  probe  resulted  in  potential  variations  of  less  than  3-V  within  20-mm  of  the 
probe.  It  was  concluded  that  CEX  ions  had  a  negligible  attraction  to  the  probe  bias  potential,  and  the  random  flux  of 
low  energy  ions  was  insufficient  to  explain  the  increased  current  density  at  high  background  pressure  and  large  off- 
axis  angles.  This  conclusion  was  consistent  with  computational  modeling  of  the  ion  flow  around  an  axisymmetric 
Faraday  probe.  A  hybrid-PIC  model  simulated  the  collected  current  for  off-axis  conditions  present  in  a  low-power 
HET  plume,  and  found  errors  due  to  sheath  expansion  were  minimal. 7 

To  mitigate  the  collection  of  low  energy  ions  created  in  CEX  collisions,  numerous  filtering  mechanisms  have 
been  investigated.  One  approach  is  to  attach  a  collimator  to  the  entrance  of  a  nude  Faraday  probe  to  filter  low 
energy  ions  that  are  created  by  CEX  collisions  in  the  plume.8,9  Ions  created  by  CEX  collisions  near  the  exit  plane 
and  directed  to  the  probe  are  still  collected.  The  CEX  ion  population  resulting  from  collisions  with  the  anode  and 
cathode  thruster  neutrals  is  present  on  orbit,  but  CEX  collisions  with  facility  neutrals  and  the  ions  attributed  to 
entrainment  of  facility  neutral  flow  may  also  be  collected. 

Further  efforts  utilized  a  magnetic  field  to  filter  low  energy  CEX  ions.  A  study  by  Rovey,  et  al .10  compared 
results  from  a  magnetically  filtered  Faraday  probe,  a  boxed  Faraday  probe,  and  a  nude  Faraday  probe  to  separately 
assess  the  effect  of  the  magnetic  filter  and  the  boxed  collimator  that  houses  the  filter.  Similar  to  past  results,  the 
nude  Faraday  probe  exhibited  increased  beam  current  and  larger  current  density  on  the  wings  with  increasing 
background  pressure.  The  magnetically  filtered  and  boxed  Faraday  probes  resulted  in  decreased  beam  current  and 
diminished  current  density  on  the  wings  with  increasing  background  pressure.  The  central  core  measured  by  all 
three  probes  was  unaffected  by  increased  chamber  pressure.  These  findings  indicate  the  boxed  collimator  and 
magnetic  filtering  decrease  low  energy  CEX  ions  collected  by  the  Faraday  probe.  The  downside  of  these 
approaches  is  that  they  do  not  selectively  filter  facility  effects  from  the  ionization  of  thruster  neutrals  downstream  of 
the  primary  acceleration  zone. 

A  different  method  for  discerning  CEX  processes  in  the  plume  was  demonstrated  by  de  Grys,  et  al. 1 1  and  more 
recently  by  Azziz12,  who  compared  Faraday  probe  measurements  at  individual  locations  in  the  plume  at  several 
background  pressures  and  extrapolated  the  current  density  to  vacuum  conditions.  This  approach  is  a  more  advanced 
technique  to  experimentally  assess  CEX  facility  effects  throughout  the  plume,  and  enables  a  more  accurate 
estimation  of  the  on-orbit  ion  current  density  distribution. 

A  comprehensive  investigation  of  nude  Faraday  probe  design  and  analytical  technique  was  conducted  at  AFRL 
with  a  nested  Faraday  probe.13  Enhanced  understanding  of  Faraday  probe  ion  current  collection  led  to  development 
of  a  gap  correction  factor  that  reduced  the  integrated  ion  beam  current  by  -20%.  The  corrected  plume  properties 
were  in  line  with  expected  values  of  ion  beam  current  based  on  Hall  thruster  performance  and  discharge  properties. 
A  key  discovery  was  the  ability  to  predict  the  amount  of  additional  ion  current  on  the  collector  side  walls.  The  study 
indicated  conventional  Faraday  probe  designs  with  a  ceramic  base  are  more  suitable  for  characterization  of  facility 
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effects  and  current  density  mapping  with  a  wide  range  of  Debye  lengths  in  the  plume.  This  gap  correction  is 
detailed  in  Section  IV. 


III.  Experimental  Apparatus 
A.  Facility  and  Measurement  Positioning  System 

The  investigation  was  conducted  in  Chamber  1  at  AFRL/RZSS  using  a  low-power  Hall  thruster  ion  source. 
Chamber  1  at  AFRL  is  a  stainless  steel,  cylindrical  vacuum  chamber  2.4-m  in  diameter  and  4-m  in  length  with  a 
maximum  xenon  pumping  speed  of  50,000  1/s.  The  thruster  was  located  along  the  centerline  of  the  chamber  and 
fired  towards  the  cryopanels  at  the  opposing  end.  Prior  to  Faraday  probe  data  collection,  the  thruster  was  fired  for 
over  1-hour  after  initial  start-up.  Thruster  telemetry  was  monitored  during  Faraday  probe  sweeps,  and  exhibited 
negligible  deviation  from  steady-state  operation. 

An  MKS  Instruments  cold  cathode  ionization  gauge  was  located  on  the  chamber  ceiling  above  the  thruster 
centerline  approximately  1 -meter  downstream  of  the  exit  plane.  Background  pressure  was  corrected  using  Eq.  (1) 
with  a  xenon  correction  factor  of  2.87  and  the  facility  base  pressure  (pb )  of  air,  which  was  conservatively  estimated 
at  /?6~lxl0"7  torr.  Chamber  background  pressure  was  increased  by  injecting  xenon  through  an  auxiliary  flow  line 
located  approximately  1 -meter  downstream  of  the  thruster  exit  plane.  Injected  flow  of  9,  29,  and  127-sccm 
corresponded  to  a  corrected  xenon  background  pressure  of  3.2xl0"6,  l.lxlO"5,  and  3.5xl0"5  torr,  respectively. 


P  = 


Pi-Pb 

2.87 


+  Pb 


(1) 


The  Faraday  probe  positioning  system  consisted  of  a  translation  stage  for  control  of  measurement  radius  and  a 
rotation  stage,  which  was  centered  beneath  the  exit  plane  on  thruster  centerline.  In  Fig.  1,  one  end  of  the  translation 
stage  is  shown  mounted  on  top  of  the  rotation  stage,  enabling  current  density  scans  from  0°  to  180°  at  constant 
radius  up  to  60-cm  from  the  axis  of  rotation  at  the  exit  plane.  The  Faraday  probe  and  laboratory  thruster  were 
mounted  more  than  50-cm  above  the  rotation  and  translation  stages.  A  National  Instruments  MID-7604/7602  Power 
Drive  interfaced  with  the  rotation  and  translation  stages,  and  data  acquisition  was  controlled  through  Lab  View. 


Axis  of  Rotation 


Plasma  Diagnostic 
(0-60  cm,  0-180  degrees) 


180  degrees 


Thruster  Centerline 


Hall  Thruster  Ion  Source 
(stationary  position) 


0  degrees 


>  50  cm 


Figure  1.  Diagnostic  positioning  system  in  Chamber  1  with  R, 0-coordinate  axis  control. 
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B.  Faraday  Probe  Design 

Faraday  probes  measure  the  ion  beam  current  to  a 
negatively  biased  surface.  Equal  bias  potential  is 
applied  to  the  collector  and  guard  ring  to  create  a  flat, 
uniform  sheath  across  the  collector  surface  that  repels 
electrons.  A  Faraday  probe  with  three  concentric  rings 
was  designed  and  fabricated  to  assess  the  effect  of  gap 
width  and  probe  geometry  in  a  systematic  study  of  the 
Hall  thruster  plume.  The  nested  Faraday  probe 
consisted  of  two  concentric  collector  rings  and  an  outer 
guard  ring,  which  enabled  simultaneous  current  density 
measurements  on  the  inner  and  outer  collector.  Two 
versions  of  the  outer  collector,  also  referred  to  as 
Collector  2,  were  fabricated  to  create  gaps  of  0.5 -mm 
and  1.5-mm  between  the  rings.  For  either  version  of 
Collector  2,  the  gap  between  Collector  1  and  Collector  2 
is  always  the  same  as  the  gap  between  Collector  2  and 
the  guard  ring.  The  collectors  and  guard  ring  are  seated 
within  a  boron  nitride  shell  and  are  different  heights  to 
form  a  highly  concentric  probe  with  uniform  gap  width, 
as  illustrated  in  the  diagram  in  Fig.  2.  Probe  dimensions 
are  listed  in  Table  1. 


Figure  2.  Top-view  and  cross-sectional  diagrams  of 
the  AFRL  nested  Faraday  probe. 


Table  1.  Nested  Faraday  probe  dimensions 


Collector  1 

Collector  2 

Guard  Ring 

0.5  mm  Gap 

1.5  mm  Gap 

Inner  Diameter  [mm] 

- 

7.06 

9.16 

20.27 

Outer  Diameter  [mm] 

6.11 

18.91 

17.06 

29.93 

Height  [mm] 

15.58 

13.75 

13.76 

10.22 

Collector  1-2  Gap  [mm] 

- 

0.48 

1.53 

- 

Collector  2  -  Guard  Ring  Gap  [mm] 

- 

0.68 

1.61 

- 

Unpublished  experimental  estimates  of  the  electron  temperature  and  ion  number  density  in  the  plume  of  this  low- 
power  Hall  thruster  ion  source  indicated  the  Debye  length  ranged  from  0.05  mm  to  -1  mm  throughout  the  plume 
from  8  to  20  thruster  diameters  downstream  of  the  exit  plane.  Thus,  the  0.5  mm  gap  configuration  is  less  than  or 
equal  to  10  Debye  lengths  for  all  locations  studied  with  the  nested  Faraday  probe.  The  1.5  mm  gap  configuration  is 
greater  than  10  Debye  lengths,  and  was  oversized  to  highlight  the  effects  of  a  gap  width  greater  than  the  10XD  design 
criteria. 

There  are  four  probe  collection  geometries  that  may  be  studied  using  the  nested  Faraday  probe.  These 
configurations  are  shown  in  Fig.  3  and  referred  to  as: 


1.  Configuration  1 

2.  Configuration  2 

3.  Configuration  3 

4.  Configuration  4 


Current  to  Collector  1  with  a  0.5  mm  gap 

Combined  current  to  Collector  1  and  2  with  a  0.5  mm  gap 

Current  to  Collector  1  with  a  1.5  mm  gap 

Combined  current  to  Collector  1  and  2  with  a  1.5  mm  gap 
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For  either  the  0.5  mm  or  1.5  mm  gap  configuration, 
the  current  collected  by  Collector  1  is  compared  to  the 
combined  current  on  Collector  1  and  Collector  2 
(termed  Collector  1+2).  Adding  the  collected  current 
isolated  effects  caused  by  the  inner  gap  to  Collector  1 
from  effects  caused  by  the  outer  gap  to  Collector  1+2. 
If  the  collected  current  were  not  added  in  this  manner, 
Collector  2  may  be  influenced  by  effects  between  the 
inner  gap  (Collector  1  with  Collector  2)  and  the  outer 
gap  (Collector  2  with  the  guard  ring).  This  analysis 
allowed  comparison  of  simultaneous  measurements  to 
different  collection  cross-sections  with  the  same  gap 
width. 

The  collectors  were  machined  from  arc-cast  low- 
carbon  grade  365  molybdenum,  and  the  guard  ring  is 
grade  360  molybdenum.  Differences  in  secondary 
electron  emission  between  the  collectors  and  guard  ring 
due  to  electrode  material  and  surface  roughness  should 
be  minimal.  Collection  surfaces  were  machined  to  a 
standard  32  p”  AA  finish.  A  20-cm  long  SS  tube 
houses  the  BN  shell  and  probe  leads.  This  SS  housing 
extends  to  the  probe  face  and  is  grounded  to  create 
known  boundary  conditions  for  probe  simulations. 
Trials  with  the  SS  housing  allowed  to  float  caused  no 
change  in  collected  current.  All  subsequent 
measurements  were  taken  with  the  SS  housing 
connected  to  chamber  ground. 

Collected  current  on  both  collectors  and  the  guard 
ring  were  measured  with  an  Agilent  34970A  Data 
Acquisition  Switch  Unit.  An  Agilent  E3631A  Triple 
Output  DC  power  supply  was  used  to  bias  the  collectors 
and  guard  ring  to  the  same  potential.  The  schematic  in 
Fig.  4  shows  the  circuit  diagram  for  equal  bias  potential 
on  all  rings.  The  nested  Faraday  probe  operation  was 
characterized  with  variations  in  probe  bias  potential 
over  a  range  of  angular  positions  and  downstream 
distances  at  several  facility  background  pressures.  A 
bias  potential  of  -20  V  with  respect  to  facility  ground 
was  beyond  the  ion  current  saturation  limit  in  all  cases. 
Current  density  in  the  plume  was  measured  in  2° 
increments  from  0°  to  180°  at  8,  12,  16,  and  20  thruster 
diameters  downstream  of  the  Hall  thruster  exit  plane. 


0.5  mm  Gap 


1.5  mm  Gap 


Configuration  2 


Configuration  4 


Figure  3.  Top  view  of  the  four  collection  area 
configurations  of  the  nested  Faraday  probe.  Regions 
of  blue  are  the  current  collecting  surfaces  orthogonal 
to  the  beam. 


Agilent  34970A 
DAQ  /  Switch  Unit 


Figure  4.  Electrical  diagram  of  the  nested  Faraday 
probe  power  electronics  and  DAQ  system. 


IV.  Faraday  Probe  Correction  Factors 

A.  Gap  Correction  Factor  for  the  Effective  Probe  Collection  Area 

Extensive  experimental  evidence  has  shown  that  Faraday  probe  measurements  typically  overestimate  ion  beam 
current  in  the  Hall  thruster  plume.  This  phenomenon  is  typically  attributed  to  additional  ion  current  from  CEX 
facility  effects,  but  has  been  shown  to  result  from  under-prediction  of  the  effective  probe  collection  area.  In 
conventional  nude  Faraday  probe  design  and  analysis,  the  collection  area  is  calculated  as  the  geometric  surface  area 
of  the  collector  (Ac  =  n  Rc2).  Studies  with  the  nested  Faraday  probe  demonstrated  that  ions  within  the  gap  between 
the  collector  and  guard  ring  contribute  to  the  collected  probe  current,  and  may  cause  erroneously  high  ion  current 
density  in  the  plume  if  the  geometric  surface  area  of  the  collector  is  assumed.13 
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Ions  to  collector 
Projected  Area  =  AG 


Figure  5.  Illustration  of  ions  collected  by  the  side  walls  of  the  nested  Faraday  probe  and  the  increase  in 
projected  collection  area. 


In  this  hypothesis,  high  energy  beam  ions  entering 
the  gap  volume  impact  the  ceramic  base  of  the  nested 
Faraday  probe,  and  the  resulting  low  energy  ions  are 
collected  by  the  walls  of  the  negatively  biased 
electrodes.  A  fraction  of  this  current  is  collected  on  the 
side  walls  of  the  collector,  thereby  increasing  the 
collected  ion  current  and  causing  an  overestimate  of  the 
current  density.  This  effect  is  shown  in  Fig.  5.  The 
orange  region  illustrates  the  increase  in  the  projected 
collection  area  to  account  for  ion  current  to  the  collector 
side  wall. 

To  correct  for  this  increase  in  the  effective  probe 
collection  area,  a  Faraday  probe  gap  correction  factor, 
kg,  was  developed  to  account  for  differences  in  collector 
diameter  and  gap  width.  This  correction  factor 
partitions  the  current  collected  in  the  gap  volume  based 
on  the  ratio  of  the  side  wall  surface  areas.  The 
geometric  probe  collection  area  is  increased  according 
to  Eq.  (2)  to  account  for  ions  entering  the  gap  volume 
that  are  collected  by  the  collector  side  wall.  The  gap 
correction  factor,  kg,  is  defined  in  Eq.  (3)  as  a  function 
of  the  probe  geometry  shown  in  Fig.  6. 


^GR 


Figure  6.  Diagram  of  the  nude  Faraday  probe 
collector  (outer  radius  R„  height  hc),  guard  ring 
(inner  radius  RGr,  height  Iigr)  and  gap  width  (g). 
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Based  on  this  hypothesis,  the  effective  probe  collection  area  would  show  the  greatest  increase  for  designs  with  a 
large  gap  width  and  a  large  collector  side  wall  surface  area.  The  projected  area  of  a  5-10  Debye  length  gap  width 
may  collect  a  significant  fraction  of  the  measured  ion  current,  especially  for  a  probe  with  a  small  collector  diameter. 
It  is  important  to  note  that  the  formulation  in  Eq.  (3)  is  only  applicable  to  conventional  nude  Faraday  probes  with  a 
ceramic  base  in  the  gap  volume.  The  ion  collection  of  probe  designs  with  a  conductive  base  would  be  expected  to 
behave  differently.  The  gap  correction  factor  increased  the  nested  Faraday  probe  collection  areas  by  approximately 
10%  to  55%  to  account  for  ion  collection  in  the  gap.  The  precision  in  total  ion  beam  current  measurements  was 
within  a  3%  range  for  all  nested  Faraday  probe  configurations  when  the  gap  correction  factor  was  applied.,  and  the 
corrected  plume  properties  were  in  line  with  expected  values  of  ion  beam  current  based  on  Hall  thruster  performance 
and  discharge  properties.13 

B.  Measurement  Coordinate  System  Effects  and  Correction  Factors 

A  detailed  theoretical  examination  of  the  measurement  coordinate  geometry  is  necessary  to  isolate  systematic 
trends  due  to  facility  effects  in  experimental  measurements.  The  analysis  is  aimed  at  resolving  the  error  caused  by 
probe  measurements  with  respect  to  a  point  source  as  opposed  to  the  annular  discharge  geometry  of  a  typical  HET. 
Correction  factors  are  developed  for  an  axisymmetric  system  based  on  constant  measurement  radius  from  the  probe 
axis  of  rotation,  as  illustrated  in  Fig.  1,  where  current  density  is  integrated  in  a  hemisphere  around  the  point  source. 
In  the  analysis,  the  thruster  is  modeled  as  two  point  ion  sources  located  at  the  centerline  of  the  discharge  channel. 
Fig.  7  illustrates  the  probe  distance  and  angular  location  with  respect  to  the  thruster  centerline. 

Two  geometric  corrections  are  analyzed.  The  first  correction  accounts  for  variations  in  probe  angle  with  respect 
to  the  point  sources,  which  will  affect  the  current  collection  area.  In  a  single  point  source  analysis,  where  the  ion 
point  source  is  located  at  the  probe  axis  of  rotation,  the  probe  face  is  perpendicular  to  the  source  as  it  is  swept  in  a 
180°  arc.  Modeling  the  thruster  as  two  point  sources  changes  this  probe  orientation,  and  the  probe  face  is  only 
perpendicular  to  the  point  sources  at  0°  and  180°.  The  ion  angle  of  incidence  to  the  probe  face  changes  with  angular 
position  and  distance,  and  decreases  the  effective  probe  collection  area  of  beam  ions.  In  addition,  the  ion  angle  of 
incidence  at  a  given  location  is  different  for  each  point  source.  The  angles  of  incidence  are  calculated  for  the  left 
and  right  point  sources  as  aL  and  aR,  and  are  used  to  evaluate  cosine  losses  in  the  probe  collection  area. 


Thruster  Centerline,  0  =  90  degrees 


Figure  7.  Coordinate  system  for  probe  distance  and  angular  location  in  a  two  point  source  model. 
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The  angles  aL  and  aR  are  found  using  basic  trigonometry  and  are  formulated  in  Eq.  (4)  based  on  the  geometry 
shown  in  Fig.  7.  These  effects  are  expressed  in  a  generalized  form  based  on  the  probe  angular  position  0,  the  probe 
distance  from  the  axis  of  rotation  R,  and  the  channel  centerline  radius  RCl-  The  ratio  of  R/Rcl  is  incorporated  to 
simplify  the  analysis  and  enable  a  more  direct  comparison  between  large  and  small  thrusters. 


1L,r[®5^^CL.  -- 


90-0  -tan” 


cos 


(e)+ 


-  Rcl_ 

R 


sin  (0) 


(4) 


The  probe  collection  area  is  corrected  for  cosine  losses  with  the  area  correction  factor,  ka,  using  the  average  of 
aL  and  aR  in  Eq.  (5). 


ka[0,R,Rcl]=cos" 


aL  +aR 


(5) 


The  second  correction  deals  with  the  differences  in  path  length  from  the  left  and  right  point  sources  to  the  probe, 
which  introduces  systematic  error  in  the  R2  term  in  the  axisymmetric  plume  integration.  The  probe  distances  from 
the  left  and  right  point  source  are  characterized  as  RL  and  Rr.  Similar  to  the  analysis  of  ion  angle  of  incidence,  the 
path  length  will  vary  with  probe  angular  position  and  is  dissimilar  for  each  point  source.  The  exception  is  on 
thruster  centerline,  where  the  distance  from  the  probe  to  each  point  source  is  equal  and  greater  than  the  measurement 
radius  of  rotation,  R. 

The  lengths  RL  and  Rr  are  calculated  with  respect  to  the  measurement  distance,  R,  in  Eq.  (6).  The  distance 
correction  factor,  kd?  is  defined  in  Eq.  (7)  as  a  function  of  0,  R,  and  RCl- 


Rl,r[0,R,RCl] 

R 
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cos  0  + 


,RcC 
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(6) 


where, 


Kv>  0,  R,  Rcl 
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Rl  |  Rr 
R  R 
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The  effects  of  the  area  and  distance  correction  factors  are  applied  to  all  Faraday  probe  current  density 
measurements.  Therefore,  the  total  ion  beam  current  in  this  study  is  calculated  using  Eq.  (8),  which  incorporates  the 
corrections  for  measurement  coordinate  geometry  and  the  collection  of  ions  in  the  gap  volume.  For  a  Faraday  probe 
scan  at  constant  measurement  radius  R,  the  correction  factors  are  a  function  of  angular  position,  0. 
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=  271 R2  J 
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The  spatial  correction  ratio  (kd/ka)  is  displayed  as  a  function  of  probe  angular  position  in  Fig.  8  for  constant 
channel  centerline  diameters  downstream  (CCDD).  The  overall  effect  is  to  increase  current  density  in  the  plume 
central  core,  which  increases  the  integrated  ion  beam  current.  Variation  in  collection  area  due  to  ion  angle  of 
incidence  decreases  rapidly  with  downstream  distance,  and  the  approximation  of  a  point  source  measurement 
improves.  In  Fig.  9,  the  correction  on  thruster  centerline  is  shown  as  a  function  of  downstream  thruster  diameters, 
calculated  as  R/2RCl-  The  overall  correction  factor  asymptotically  approaches  unity  with  downstream  measurement 
distance,  and  is  less  than  1.02  for  distances  greater  than  8  channel  centerline  diameters  downstream  (CCDD).  Thus, 
including  the  spatial  corrections  minimizes  a  systematic  source  of  error  introduced  from  the  hemispherical 
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measurement  system.  All  current  density  traces  and  beam  current  calculations  in  this  investigation  will  incorporate 
the  spatial  corrections  for  ion  angle  of  incidence  and  measurement  distance  using  the  formulation  in  Eq.  (8). 

The  corrections  in  probe  collection  area  are  only  valid  for  beam  ions  originating  near  the  exit  plane.  Charge 
exchange  collisions  downstream  of  the  primary  ionization  region  increase  dispersion  of  ion  velocity,  and  the 
correction  is  not  relevant  to  this  population.  In  addition,  the  analysis  does  not  account  for  channel  width.  This  is  of 
lesser  concern,  since  minor  variations  in  channel  centerline  radius  will  have  a  negligible  effect  on  measurements 
taken  beyond  four  thruster  diameters. 


Ph 
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Angular  Position  [Degrees] 

Figure  8.  Combined  effect  of  correction  factors  (kd/ka)  accounting  for  the  probe  distance  and  angle  with 
respect  to  the  left  and  right  ion  point  sources  as  a  function  of  angular  position  with  contours  of  constant 
R/2Rcl  =  2,  4,  6,  8,  and  10  CCDD. 


Downstream  Distance  [CCDD] 

Figure  9.  Combined  effect  of  the  correction  factors  (kd/ka)  on  channel  centerline  (0=90°)  as  a  function  of 
downstream  thruster  diameters  (R/2RCl)- 
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V.  Analysis  of  Plume  Scattering  and  Facility  Effects 

Corrections  for  measurement  location  and  Faraday  probe  design  were  proposed  to  minimize  systematic  error,  but 
facility  effects  also  introduce  a  significant  source  of  uncertainty  that  requires  characterization  of  the  thruster  and 
chamber  based  on  background  pressure  and  operating  conditions.  Far- field  Faraday  probe  measurements  are 
generally  prone  to  facility  effects,  and  presumed  to  have  relatively  large  uncertainty  in  the  current  density 
magnitude.  Past  investigations  have  examined  the  wings  with  variations  in  background  pressure,  and  several 
methods  have  been  developed  to  reduce  collection  of  low  energy  facility  CEX  ions  in  the  plume.  Nevertheless,  the 
integrated  ion  beam  current  from  far- field  measurements  is  typically  larger  than  the  value  reported  from  near- field 
measurements,  and  is  often  greater  than  the  thruster  discharge  current.  In  some  cases,  the  thruster  anode  flow  is 
modified  to  maintain  a  constant  discharge  current  as  pressure  is  adjusted.  While  this  approach  mitigates  increased 
thrust  due  to  the  neutral  ingestion  of  facility  neutrals,  it  requires  variation  of  thruster  operating  conditions  and  is  not 
an  ideal  comparison  between  different  background  pressures.  In  this  investigation  of  facility  effects  with  the  nested 
Faraday  probe,  the  HET  anode  and  cathode  propellant  flow  rates  are  fixed.  Background  pressure  is  regulated 
through  auxiliary  injection  of  xenon. 

Numerous  experimental  designs  and  analytical  techniques  have  been  used  to  minimize  facility  effects  on  far- field 
Faraday  probe  current  density  measurements.  Experimental  approaches  include  various  types  of  filters  to  reduce 
collection  of  low  energy  CEX  ions  and  measuring  the  ram  current  density  using  a  backward  facing  Faraday  probe. 
Current  density  profiles  corrected  with  the  ram  current  density  are  sensitive  to  background  pressure,  and  the 
measurements  are  complicated  by  the  wake  surrounding  the  probe.14  Filtration  designs  have  proven  to  minimize 
CEX  facility  effects,  but  do  not  account  for  increased  discharge  current  or  ion  beam  current  due  to  neutral  propellant 
ingestion.  In  addition,  a  fraction  of  the  filtered  ions  are  present  on-orbit  due  to  CEX  collisions  with  anode  and 
cathode  neutrals.  This  population  should  not  be  removed  for  an  ideal  evaluation  of  on-orbit  plume  divergence  and 
current  density  distribution. 

Analytical  techniques  include  subtracting  the  ambient  ion  current  density  at  0=0°  from  the  entire  plume  profile, 
or  extrapolating  the  exponential  region  (30°<9<50°)  of  the  ion  current  density  to  the  outer  periphery  (5O°<0<9O°). 
While  these  approaches  provide  a  simple  alternative  to  the  experimental  methods,  they  are  limited  in  determining 
the  spatial  influence  of  facility  effects  throughout  the  plume.  Subtracting  a  finite  current  density  from  the  profile 
based  on  the  value  at  0=0°  is  based  on  the  assumption  that  collection  of  ambient  tank  ions  is  uniform  throughout  the 
plume.  The  exponential  extrapolation  is  based  on  the  spatial  decay  of  beam  ions  on  the  edges  of  the  primary  beam, 
but  removes  features  of  the  outer  periphery  that  may  arise  due  to  CEX  collisions  near  the  thruster  exit.  Neither  of 
these  techniques  accurately  captures  the  angular  distribution  of  low  energy  ions  that  would  be  present  on  orbit. 

Studying  the  ion  current  density  at  each  angular  location  in  the  plume  as  a  function  of  background  pressure 
enables  a  more  accurate  characterization  of  facility  effects.  Extrapolating  the  current  density  at  discrete  angular 
locations  to  vacuum  conditions  isolates  effects  arising  from  facility  CEX  ions  and  neutral  ingestion.  This  technique 
is  shown  for  Configuration  1  in  Fig.  10  at  20  CCDD.  Collected  ion  current  is  plotted  in  10°  increments  as  a  function 
of  facility  background  pressure.  On  thruster  centerline  at  0=90°,  the  collected  current  increased  linearly  with 
background  pressure.  However,  at  ±10°  from  centerline  the  slope  appears  to  transition  and  transforms  to  a  slightly 
negative  linear  slope  at  ±20°  and  ±30°  from  thruster  centerline.  The  reverse  trend  occurs  at  approximately  ±40°  and 
results  in  a  positive  linear  slope  on  the  periphery  from  ±60°  to  ±90°  from  thruster  centerline. 

These  variations  in  the  slope  of  the  collected  ion  current  with  facility  background  pressure  are  plotted  as  a 
function  of  angular  position  in  Fig.  11  at  8,  12,  16,  and  20  CCDD.  The  transitions  from  positive  to  negative  slope 
occur  at  approximately  ±10°  from  thruster  centerline  for  all  downstream  distances.  Similarly,  the  transition  from 
negative  to  positive  slope  occurs  at  approximately  ±50°  from  thruster  centerline  for  all  downstream  distances. 
Residuals  show  the  degree  of  linearity  at  each  angular  location,  and  reveal  that  the  transition  at  ±50°  moves  inwards 
toward  the  central  core  as  downstream  distance  increases.  This  trend  is  indicative  of  the  outward  scattering  of  beam 
ions  caused  by  CEX  facility  effects.  Although  increased  background  pressure  increased  the  central  core  current 
density,  the  residuals  indicate  the  angular  location  of  ion  migration  from  the  central  core  within  ±10°  is  largely 
unaffected  by  downstream  distance. 

The  slope  of  the  extrapolated  collected  ion  current  density  in  Fig.  11  provides  information  about  the  angular 
location  of  increased  current  density  due  to  neutral  ingestion  and  dispersion  from  beam  scattering  due  to  CEX 
collisions  with  facility  neutrals.  The  slope  appears  to  be  dominated  by  two  distinct  effects  in  the  plume.  These  two 
effects  are  each  modeled  with  a  Gaussian  distribution,  and  the  modeled  slope  distribution  is  the  superposition  of 
these  Gaussian  best-fit  curves.  The  choice  of  a  Gaussian  distribution  is  arbitrary,  but  may  be  appropriate  for 
processes  related  to  the  thermalized  facility  neutral  propellant  population.  The  two  fitted  Gaussian  curves,  the 
modeled  slope,  and  the  experimental  slope  are  compared  in  Fig.  12  at  8  to  20  CCDD.  The  superposition  of  Gaussian 
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distributions  shows  consistent  agreement  with  the  experimental  distribution  of  slope  for  all  downstream  distances. 
Although  the  Gaussian  distribution  may  not  be  the  correct  physical  distribution,  this  analysis  provides  a  qualitative 
characterization  of  the  angular  range  and  relative  magnitude  of  facility  effects  in  the  plume. 

The  first  effect  leads  to  a  positive  increase  in  the  slope  about  thruster  centerline,  and  is  attributed  to  ionization 
and  acceleration  of  ingested  facility  neutrals.  The  magnitude  of  the  positive  slope  in  the  central  core  decreased  with 
downstream  distance  as  approximately  R2,  and  affected  a  slightly  larger  angular  range  of  the  plume  as  downstream 


o 


Figure  10.  Normalized  collected  ion  current  of  Configuration  1  as  a  function  of  background  pressure  at 
discrete  angular  locations  in  the  plume  at  20  CCDD.  Measurements  are  normalized  to  the  maximum 
collected  current  of  the  profile  at  3.4xl0"5  torr. 
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distance  increased.  The  decrease  in  slope  is  the  result  of  CEX  collisions  with  facility  neutrals  downstream  of  the 
primary  acceleration  zone,  which  results  in  a  secondary  population  of  low  energy  ions  and  dispersion  of  the  primary 
ion  beam.  CEX  processes  with  facility  neutrals  within  the  discharge  channel  may  also  lead  to  increased  current 
density  in  the  central  core,  but  would  not  increase  ion  beam  current  or  discharge  current.  Facility  neutrals  may  also 
undergo  direct  electron-impact  ionization  in  the  far-field  region,  and  will  cause  a  net  increase  in  the  collected  ion 
current. 

The  second  effect  is  broader  and  leads  to  a  negative  slope  in  the  central  core  about  thruster  centerline.  This  is 
believed  to  be  the  result  of  CEX  collisions  with  facility  neutrals  near  the  thruster  exit  downstream  of  the  primary 
acceleration  zone.  In  this  case,  no  additional  current  is  created  and  the  primary  ion  beam  is  dispersed.  The  outer 
edge  of  this  distribution  corresponds  to  the  location  of  minimum  residuals  at  each  operating  condition.  The  width  of 
the  Gaussian  attributed  to  downstream  CEX  collisions  with  facility  neutrals  was  relatively  constant  with 
downstream  distance  in  the  far-field.  The  residuals  decline  where  the  effects  of  ionization  and  acceleration  of 
facility  neutrals  are  approximately  equal  to  the  effects  of  CEX  collisions  with  facility  neutrals  near  the  thruster  exit. 


-  0.01 


& 

0> 

cn 

P 


-  0.001 


I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I  I 

0  20  40  60  80  100  120  140  160  180 

Angular  Position  [Degrees] 


0001 


Figure  11.  Residuals  and  slope  of  the  extrapolated  collected  ion  current  of  the  nested  Faraday  probe 
Configuration  1  as  a  function  of  angular  position  at  8, 12, 16,  and  20  CCDD. 
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Figure  12.  Residuals  and  slope  of  the  extrapolated  collected  ion  current  of  the  nested  Faraday  probe 
Configuration  1  as  a  function  of  angular  position  at  8, 12, 16,  and  20  CCDD.  A  superposition  of  two  Gaussian 
curves  is  fit  to  the  experimental  slope. 
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The  complete  effects  of  background  pressure  on  current  density  profiles  are  shown  in  Fig.  13.  These  profiles 
show  the  escalation  of  ion  current  density  in  the  central  core  with  background  pressure,  which  was  attributed  to 
ionization  of  ingested  neutrals  upstream  of  the  primary  acceleration  region.  Increased  current  density  on  the  wings 
is  primarily  the  result  of  ambient  low  energy  facility  ions  and  beam  ion  scattering  from  the  central  core  due  to  CEX 
collisions. 
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Figure  13.  Normalized  ion  current  density  profiles  of  the  nested  Faraday  probe  Configuration  1  as  a 
function  of  angular  position  at  8,  12,  16,  and  20  CCDD.  The  extrapolated  vacuum  profiles  are  compared  to 
measurements  at  background  pressures  of  3.1xl0"6,  l.OxlO"5,  and  3.4xl0"5  torr.  Current  density  profiles  are 
normalized  to  the  maximum  extrapolated  vacuum  current  density  at  8  CCDD. 


Current  density  profiles  of  the  four  nested  Faraday  probe  configurations  are  extrapolated  to  vacuum  conditions 
for  all  downstream  distances  in  Fig.  14.  These  vacuum  current  density  profiles  isolate  facility  effects,  and  provide 
insight  into  the  ion  migration  that  would  be  present  on-orbit.  The  configurations  exhibit  consistent  profiles  at  all 
distances,  and  further  increase  confidence  in  the  methods  developed  for  determination  of  on-orbit  current  density. 
The  current  density  of  Configuration  1  is  slightly  larger  than  the  other  configurations,  and  is  attributed  to 
measurement  and/or  alignment  error  of  the  inner  collector.  This  increased  current  density  profile  manifests  as  a 
~5%  increase  in  the  integrated  ion  beam  current  compared  to  the  other  configurations.  The  current  utilization, 
equivalent  to  the  ion  beam  current  relative  to  the  total  thruster  discharge  current,  is  listed  in  Table  2  for  vacuum 
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conditions  of  all  probe  configurations  at  all  downstream  distances.  Configurations  2,  3,  and  4  are  within  a  0.03 
range  of  current  utilization  for  all  downstream  distances,  and  the  magnitudes  of  ion  beam  current  relative  to 
discharge  current  are  consistent  with  expected  values  from  Hall  thruster  performance  models. 


Table  2.  Ratio  of  integrated  ion  beam  current  to  thruster  discharge  current  at  vacuum  conditions  for 

nested  Faraday  probe  Configurations  1  to  4  at  8, 12, 16,  and  20  CCDD. 
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Figure  14.  Normalized  ion  current  density  profiles  at  vacuum  conditions  of  the  nested  Faraday  probe 
Configurations  1,  2,  3,  and  4  as  a  function  of  angular  position  at  8,  12,  16,  and  20  CCDD.  Current  density 
profiles  are  normalized  to  the  maximum  extrapolated  vacuum  current  density  of  Configuration  1  at  8  CCDD. 
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VI.  Calculation  of  Beam  Divergence 

To  accurately  assess  plume  divergence,  it  is  necessary  to  characterize  the  migration  of  primary  beam  ions  in  the 
plume  due  to  external  fields  and  CEX  collisions  with  anode  and  cathode  neutrals.  Although  this  scattering  would  be 
present  on-orbit,  beam  divergence  downstream  of  the  primary  ion  acceleration  zone  where  thrust  is  produced  will 
cause  an  over-prediction  of  plume  divergence  losses  in  the  Hall  thruster  efficiency. 

Jet  momentum  losses  due  to  beam  divergence  are  naturally  expressed  as  a  momentum-weighted  average  cosine.13 
Charge  divergence  in  the  plume  is  indicative  of  the  loss  in  thrust  due  to  off-axis  ion  velocity,  and  is  often  used  as  an 
alternative  for  experimental  characterization  of  performance  losses  due  to  plume  divergence.  The  momentum- 
weighted  average  divergence  is  approximated  as  the  charge-weighted  average  divergence  in  Eq.  (9)  for  an 
axisymmetric  plume. 

Till 

271 R2  J  j[0]cos(0)sin(0)d0 

<  cos  (0)  >mv= - ^ - =<  cos  (0)  >j  (9) 

271  R=Jj[e]  sin(0)d0 

0 


An  effective  plume  divergence  angle,  X,  may  be  calculated  as  shown  in  Eq.  (10).  This  angle  is  significantly  less 
than  the  95%  divergence  half-angle  that  is  typically  reported  for  evaluation  of  plume  expansion. 


A  =  cos"1  (<  cos  (0)  >  j )  = 


cos 


f  I  ^ 

x  Axial 
V I  Beam  J 


(10) 


The  axial  component  of  ion  beam  current  from  the  far-field  current  density  distributions  shown  in  Fig.  14  will  be 
studied  relative  to  the  angle  from  channel  centerline,  as  opposed  to  thruster  centerline.  Fig.  15  illustrates  the 
reduction  in  plume  divergence  half-angle  with  respect  to  channel  centerline,  aA,  compared  to  the  plume  divergence 


Figure  15. 
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angle  with  respect  to  thruster  centerline,  9O°-0.  The  reference  frame  based  on  channel  centerline  reduces  systematic 
error  in  plume  divergence  associated  with  beam  ions  in  the  central  core,  and  is  similar  to  the  methodology  developed 
in  Section  IV.B  to  reduce  the  systematic  error  of  a  point  source  measurement  coordinate  system. 

The  axial  component  of  ion  beam  current  is  calculated  in  Eq.  (11)  with  respect  to  channel  centerline  using  aA, 
and  includes  the  correction  factors  derived  in  Sections  IV. A  and  IV.B. 


I  Axial  271  R 


Till 
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i  [e]  cos  (aA[e,  R,  rcl  ] )  f  KDje]_ 
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Ac  +  kg 


sin(9)d0 


(11) 


In  Fig.  15,  the  cosine  loss  in  beam  current  is  fixed  at  aA=0°  in  the  central  core  and  calculated  with  respect  to 
channel  centerline  in  the  region  beyond  the  central  core  to  0=90°.  This  piecewise  function  for  aA  is  expressed  in  Eq. 
(12). 
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The  ratio  of  the  axial  component  of  ion  beam  current  calculated  in  Eq.  (11)  relative  to  the  total  ion  beam  current 
determined  from  Eq.  (8)  is  shown  for  all  background  pressures  and  all  configurations  of  the  nested  Faraday  probe  in 
Fig.  16.  As  downstream  distance  increases,  the  ratio  decreases  for  all  cases.  This  effect  is  expected  and  is  primarily 
attributed  to  divergence  caused  by  the  external  potential  field  structure,  CEX  collisions  with  anode  and  cathode 
neutrals,  and  CEX  collisions  with  facility  neutrals  for  the  profiles  at  finite  background  pressure. 

The  ratios  of  the  axial  component  of  ion  beam  current  relative  to  the  total  ion  beam  current  in  Fig.  16  are 
extrapolated  as  a  2nd  order  polynomial  trend  to  the  exit  plane  to  more  accurately  assess  the  loss  of  divergence  on 
thrust.  While  additional  ion  acceleration  may  occur  downstream  of  the  of  the  discharge  channel  exit  plane,  a 
majority  of  the  thrust  has  been  generated  within  one  thruster  diameter.  Sixteen  trendlines  of  f^dai/lBeam  as  a  function 
of  downstream  distance  correspond  to  the  four  probe  configurations  at  four  facility  background  pressures,  including 
vacuum.  All  of  the  second  order  polynomial  trendlines  intersect  at  the  exit  plane  value  of  ~0.94±0.01  for  this 
thruster  operating  condition.  This  excellent  agreement  of  four  probe  configurations  over  a  wide  range  of  facility 
background  pressures  and  downstream  distances  indicates  a  high  degree  of  accuracy  and  precision. 

It  should  be  noted  that  the  ratio  of  IAxiai/lBeam  extrapolated  to  vacuum  conditions  showed  a  significant  decline  with 
downstream  distance,  albeit  less  than  the  reduction  with  increased  facility  background  pressure.  This  reveals  that  a 
significant  source  of  plume  divergence  is  unrelated  to  facility  effects.  Based  on  these  measurements,  the  ratio  of 
IAxiai/lBeam  may  diminish  by  more  than  5%  in  the  near- field  plume  before  reaching  a  steady  value  in  the  far-field 
plume. 

The  coefficients  of  the  2nd  order  polynomial  trendlines  varied  with  background  pressure.  Further  investigations 
also  showed  variations  in  the  2nd  order  polynomial  coefficients  with  thruster  operating  conditions,  although  the 
excellent  fit  to  a  2nd  order  polynomial  was  consistent.  No  universal  function  was  found  that  correlated  these 
coefficients  to  background  pressure,  discharge  voltage,  and  mass  flow  rate.  For  a  general  2nd  order  polynomial  of 
the  form  y(x)=A2x2+Aix+A0,  increased  background  pressure  increased  the  coefficient  Ai  and  decreased  the 
coefficient  A2.  In  this  form,  the  coefficient  A0  is  the  ratio  of  the  axial  component  of  ion  beam  current  relative  to  the 
total  ion  beam  current  at  vacuum  conditions. 

Variations  in  the  polynomial  coefficients  with  discharge  voltage  and  anode  mass  flow  rate  are  more  difficult  to 
isolate  and  quantify  due  to  the  dependence  on  plume  focusing  and  the  location  of  ionization.  Initial  results  indicate 
higher  discharge  voltage  decreased  the  magnitude  of  both  coefficients.  This  relationship  is  attributed  to  the  more 
collimated  beam  that  is  typically  seen  during  high-voltage  operation. 
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Figure  16.  Experimental  data  (markers)  and  2nd  order  polynomial  trendlines  (lines)  of  the  ratio  of  the  axial 
component  of  ion  beam  current  relative  to  the  total  ion  beam  current  of  the  nested  Faraday  probe 
Configurations  1,  2,  3,  and  4  as  a  function  of  downstream  distance  at  background  pressures  of  3.1xl0"6  torr, 
l.OxlO"5  torr,  3.4xl0"5  torr,  and  the  ratio  extrapolated  to  vacuum.  Experimental  data  deviates  from  the 
trendlines  by  less  than  ±0.1%. 
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The  anode  mass  flow  rate  is  believed  to  have  two  competing  effects  on  divergence.  Increased  propellant  flow 
rate  corresponds  to  a  narrower  axial  region  of  ionization  and  acceleration  in  the  discharge,  along  with  a  more 
concentrated  ion  density  near  channel  centerline.15  These  effects  lead  to  a  decrease  in  divergence  due  to  enhanced 
plume  focusing,  and  would  likely  have  a  similar  effect  as  discharge  voltage  on  the  polynomial  coefficients. 
However,  the  increased  neutral  flow  may  also  lead  to  increased  CEX  collisions  with  thruster  neutrals  downstream  of 
the  exit  plane,  thereby  increasing  ion  scattering  in  the  far-field  plume.  A  simple  analytical  model  is  deemed 
insufficient  to  fully  characterize  the  influence  of  beam  focusing  and  facility  effects  on  plume  divergence.  Additional 
systematic  investigations  and  numerical  simulations  with  a  high  fidelity  source  model  are  required  to  determine 
these  relationships. 


VII.  Recommendations  for  High  Accuracy  Current  Density  Measurements 

Based  on  the  experimental  results  in  Chapter  4,  the  best  approach  for  high  accuracy  current  density  distributions 
is  to  characterize  the  plume  with  variations  in  facility  background  pressure  and  downstream  distance.  The 
analytical  methods  and  experimental  techniques  described  in  this  paper  may  be  used  to  determine  Hall  thruster 
current  density  profiles  and  integrated  ion  beam  current  to  a  high  degree  of  accuracy.  In  order  to  minimize 
uncertainty  of  far- field  Faraday  probe  measurements,  the  following  guidelines  are  recommended  for  Faraday  probe 
design,  experimental  approach,  and  analysis  of  results.  Several  of  these  guidelines  are  conventional  practice  or  have 
been  recommended  in  previous  literature.3,12 

1.  Consider  effects  introduced  by  ion  collection  at  the  base  of  the  gap  volume  when  selecting  a  Faraday 
probe  design.  A  ceramic  base  is  recommended  for  investigations  at  variable  or  high  background 
pressure. 

2.  Select  a  Faraday  probe  design  with  a  5  to  10  Debye  length  gap  for  a  wide  range  of  downstream  distances 
and  pressures.  Select  collector  and  guard  ring  material  with  minimal  SEE  coefficient,  such  as 
molybdenum,  graphite,  or  tungsten. 

3.  Conduct  Faraday  probe  current  density  measurements  at  a  minimum  of  3  facility  background  pressures  to 
determine  the  vacuum  current  density  profiles.  The  background  pressures  should  range  by  at  least  one 
order  of  magnitude. 

4.  Conduct  Faraday  probe  current  density  measurements  at  a  minimum  of  3  downstream  distances  to 
determine  the  axial  component  of  ion  beam  current  at  the  exit  plane.  For  far- field  measurements  about  a 
single  axis  of  rotation  using  a  spherical  measurement  coordinate  system,  the  distance  should  be  greater 
than  4  CCDD.  For  near-field  measurements  based  on  a  cylindrical  measurement  coordinate  system, 
spatial  effects  and  cosine  losses  should  be  estimated  and  the  maximum  distance  should  be  less  than 
approximately  one  thruster  diameter  downstream  using  a  dynamic  window  integration  method15  or 
similar  technique. 

5.  Include  the  correction  factors  ka,  kd  and  aA  to  account  for  the  point  source  measurement  coordinate 
geometry  and  the  annular  thruster  geometry. 

6.  Account  for  ions  collected  in  the  gap  volume  by  increasing  the  effective  ion  collection  area  with  kg. 


The  guidelines  provide  a  framework  for  determination  of  on-orbit  current  density  profiles  and  minimize 
experimental  measurement  uncertainty.  Following  the  recommendations  in  these  guidelines  is  expected  to  minimize 
uncertainty  in  the  total  ion  beam  current  to  ±3%  and  the  uncertainty  in  the  axial  component  of  ion  beam  current  to 
±5%.  Ideally,  the  experimental  current  density  profiles  extrapolated  to  vacuum  will  enable  comparison  with 
numerical  simulations  in  the  absence  of  facility  effects,  thereby  reducing  the  computational  complexity  and  time. 

Near-field  measurements  would  seem  to  minimize  the  uncertainty  associated  with  far-field  measurements. 
However,  these  measurements  introduce  new  difficulties,  including  perturbation  of  the  plasma  discharge,  a  wider 
range  of  Debye  length  in  the  measurement  domain,  and  possibly  SEE  effects  from  the  probe  collector.  In  addition, 
ingestion  and  near-field  CEX  collisions  with  facility  neutrals  are  expected  to  affect  near-field  measurements.  Thus, 
the  ion  current  density  profiles  should  still  be  characterized  for  variations  in  distance  and  background  pressure.  A 
second  set  of  spatial  corrections  for  measurement  geometry  may  also  be  necessary  to  reduce  systematic  error 
associated  with  cylindrical  integration  as  distance  from  the  exit  plane  increases. 
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VIII.  Summary  and  Conclusions 

A  comprehensive  investigation  of  nude  Faraday  probe  design  and  analysis  techniques  was  conducted  with  the 
AFRL  nested  Faraday  probe.  Correction  factors  accounting  for  variations  in  distance  and  angle  of  the  Faraday 
probe  collector  surface  to  the  ion  beam  were  introduced  through  a  theoretical  analysis  of  the  near-field  plume  with 
the  Hall  thruster  modeled  as  two  point  sources.  A  gap  correction  factor  was  utilized  to  adjust  the  effective  probe 
collection  area  for  ions  collected  by  the  walls  in  the  gap  volume.  These  correction  factors  and  methods  for 
evaluating  plume  properties  minimized  systematic  measurement  error  and  facility  effects  on  current  density 
distributions.  The  corrected  plume  properties  are  in  line  with  expected  values  of  ion  beam  current  based  on  Hall 
thruster  performance  and  discharge  properties.  Precision  in  total  ion  beam  current  measurements  was  within  a  3% 
range  for  all  nested  Faraday  probe  configurations  at  all  distances. 

Facility  effects  in  this  investigation  were  studied  over  a  range  of  downstream  measurement  distances  and 
background  pressures  for  all  nested  Faraday  probe  configurations.  The  measured  current  density  at  each  angular 
location  in  the  plume  was  extrapolated  to  vacuum  conditions,  similar  to  past  studies  by  Azziz12  and  deGrys8.  Ion 
migration  in  the  plume  due  to  facility  effects  was  studied  and  compared  to  plume  expansion  of  the  extrapolated 
vacuum  current  density  profiles.  This  approach  enabled  a  more  accurate  description  of  the  on-orbit  current  density 
profiles  using  ground  measurements.  Variations  in  the  ion  current  density  with  facility  background  pressure  were 
studied  as  the  superposition  of  two  Gaussian  curves.  These  curves  provided  qualitative  information  about  the 
ionization  of  ingested  neutrals  and  CEX  collisions  of  facility  neutrals  in  the  near- field  plume. 

The  ratio  of  the  axial  component  of  ion  beam  current  with  respect  to  the  total  ion  beam  current  was  extrapolated 
with  a  2nd  order  polynomial  to  the  thruster  exit  plane.  Coefficients  of  the  2nd  order  polynomial  fit  varied  with 
background  pressure,  thruster  discharge  voltage,  and  mass  flow  rate.  This  methodology  resulted  in  consistent 
agreement  to  within  1%  for  all  background  pressures  and  probe  configurations,  and  led  to  a  more  accurate 
evaluation  of  plume  divergence  losses  in  thruster  efficiency.  For  the  low-power  Hall  thruster  ion  source  in  this 
investigation,  the  axial  component  of  ion  beam  current  at  vacuum  conditions  decreased  by  approximately  5%  to 
10%  from  the  exit  plane  to  the  far-field  plume.  This  was  attributed  to  CEX  collisions  with  thruster  neutrals  and 
divergence  by  the  external  potential  field  structure.  Although  ion  beam  current  may  be  accurately  estimated  in  the 
far- field  plume,  the  axial  component  of  ion  beam  current  requires  additional  investigation  to  accurately  assess  the 
loss  of  thrust  due  to  ion  beam  divergence.  This  recommendation  applies  to  near-field  measurements  as  well,  since 
these  measurements  introduce  complications  associated  with  perturbation  of  the  discharge,  a  reduction  in  the  Debye 
length,  and  possibly  SEE  effects.  In  addition,  ingestion  and  near-field  CEX  collisions  with  facility  neutrals  are 
expected  to  affect  near- field  measurements.  Thus,  characterization  of  ion  current  density  profiles  with  variations  in 
distance  and  background  pressure  are  advised. 

Based  on  the  results  of  this  systematic  investigation,  the  measurement  uncertainty  of  Faraday  probe  ion  beam 
current  measurements  is  estimated  as  ±3%  and  the  uncertainty  in  the  axial  component  of  ion  beam  current  is 
estimated  as  ±5%  when  the  recommendations  in  Section  VII  are  followed.  The  reductions  in  measurement 
uncertainty  and  the  increased  capability  to  approximate  on-orbit  plume  expansion  are  a  significant  improvement  for 
comparisons  with  numerical  simulations  and  analysis  of  Hall  thruster  performance. 
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Motivation  and  Past  Investigations 


Accurate  Faraday  probe  measurements  critical  for  HET  efficiency  analysis 


Beam  current 

Current  utilization  efficiency 
Divergence  half-angle 

Measured  beam  current  often  larger  than  discharge  current 

Varies  with  measurement  location,  background  pressure 
Leads  to  large  uncertainty  in  plume  properties  (>10%) 

Conventional  probe  design  traits 

Gap  width  (5-10  Debye  lengths  for  uniform  sheath) 

Filtration  of  low  energy  ions  (magnetic  filter,  collimator,  biased  grid) 
Comparison  of  collector  material  (SEE) 

Past  investigations  include 

nude  Faraday  probe  design 

Map  of  ion  potential  around  Faraday  probe 

Pressure  and  facility  effects 

Recent  studies  at  AFRL  with  a  nested  Faraday  probe 

Probe  ion  collection  area  -20%  greater  than  geometric  area 
Correction  factors  account  for  collection  area  and  systematic  error 


Manzella  et  al.,  AIAA-95-2927, 1995 


Walker  et  al.,  JPP,  2005 


Enables  detailed  study  of  HET  plume  expansion  and  facility  effects 
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Overview  of  Faraday  Probe  Investigation 


Determine  sources  of  error  in  Faraday  probe  current  density  profiles, 
develop  methods  to  maximize  accuracy  and  minimize  uncertainty 


Issues  with  Faraday  Probe  Measurements 

-  facility  effects,  CEX  collisions  in  the  plume 


-  integrated  ion  beam  current  is  often  larger  than  thruster  discharge  current 

-  probe  design  effects  related  to  SEE  and  gap  width 

Experimental  Approach 

1.  Design  and  development  of  a  nested  Faraday  probe 

-  two  concentric  collectors  and  an  outer  guard  ring 

-  multiple  versions  of  outer  collector  (Collector  2)  fabricated  to  vary  gap  width 

2.  Evaluate  systematic  measurement  uncertainty 

-  point  source  measurement  coordinate  system  (theoretical  analysis) 

-  effects  of  gap  width  and  collector  diameter 

3.  Characterize  facility  effects  on  current  density  profiles 

-  downstream  distance 

-  background  pressure 

-  probe  configuration  and  bias  potential 


Distribution  A:  Approved  for  public  release;  Unlimited  distribution 


3 


Experimental  Apparatus 


Vacuum  Facility 

-  Chamber  1  at  AFRL,  8’xl2’  cylindrical  chamber 

-  50,000  1/s,  base  pressure  ~lxl0'7  torr 

Test  Matrix  and  Scope 

-  Low-power  Hall  thruster  ion  source 

-  Backpressure  varied  by  injecting  Xe,  3xl0'6,  lxlO'5,  and  3xl0'5  Torr 

-  2°  resolution  from  0°  to  1 80° 

-  8,  12,  16,  and  20  thruster  diameters  downstream  of  exit  plane 

-  Bias  potential  =  -20  V  in  ion  saturation  region 


Axis  of  Rotation 


Plasma  Diagnostic 
(0-60  cm,  0-180  degrees) 


180  degrees 


Thruster  Centerline 


Hall  Thruster  Ion  Source 
(stationary  position) 


0  degrees 


~35  mm 

< - >■ 


a  A 

A 

Collector  1  OD  ~6  mm 
Collector  2  OD  ~17  or  19  mm 


Distribution  A:  Approved  for  public  release;  Unlimited  distribution 


4 


Systematic  Measurement  Error  and  Correction  Factors 

Measurement  Coordinate  System 


Problems 


1 .  Hemispherical  integration  about  a  point  source 

2.  Probe  angled  perpendicular  to  center  of  thruster 

3.  Distance  between  probe  and  sources  not  equal  to  R 

4.  Probe  size  changes  resolution  and  angular  span 

5.  Current  density  gradients  across  probe 

6.  Large  variation  in  plasma  properties 


Correction  to  Integral 


Correction  is  a  function  of  0,  R,  and  RCL 


Distribution  A:  Approved  for  public  release;  Unlimited  distribution 


5 


Normalized  Ion  Current  Density 


Systematic  Measurement  Error  and  Correction  Factors 

Ion  Collection  Area 


Angular  Position  [Degrees] 


Ions  to  collector 
Projected  Area  =  Ac 

Ions  to  collector  side  wall  Beam  ions  enter  gap 

Projected  Area  =  Kq 


Gap  Cross-Section 


Hypothesis 

-  Ions  entering  the  gap  are  collected  by  the  collector  and 
guard  ring  side  walls 

-Increases  the  effective  projected  collection  area  based 
on  the  ratio  of  side-wall  surface  areas 
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Normalized  Ion  Current  Density 


Systematic  Measurement  Error  and  Correction  Factors 

Ion  Collection  Area 


Angular  Position  [Degrees] 


A  c  ACorrected  -  Ac  +  Kq 


Ions  to  collector 
Projected  Area  =  Ac 


-  Correction  accounts  for  gap  width  and  collector  diameter 

-  Significant  increase  in  effective  collection  area  (10-20%) 

-  Greater  increase  for  larger  gap  width 

-  Greater  increase  for  smaller  probes  (for  5-10  Debye  length  gap) 

-  Applied  to  past  investigations  comparing  Faraday  probe  design 
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Normalized  Ion  Current  Density 


Characterization  of  Facility  Effects 
and  Vacuum  Plume  Profiles 


Facility  effects  minimized  by  linear 
extrapolation  of  current  density  to  vacuum 
conditions  at  each  angular  location  in  the  plume 
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Slope 


Angular  Distribution  of  Slope  and  Residuals 


Slope  and  Residuals  of  Linear 

Extrapolation  to  Vacuum 
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Gaussians  used  to  qualitatively  study  facility 
effects,  and  determine  variations  in  neutral 
ingestion  vs.  near-field  CEX  collisions 


Slope,  Residuals,  and  Gaussian  Fit 

of  Linear  Extrapolation  to  Vacuum 
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Residuals 


Determination  of  Plume  Divergence 


Developed  an  experimental  approach  to  determine 
on-orbit  current  density  distribution,  beam  current, 
and  plume  divergence 


Channel  Centerline,  0  =  cos'^Rcl/R) 


Experimental  Approach 
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Vacuum  Current  Density  Profiles 
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-  Correct  for  systematic  error  of  measurement  coordinate  system 


Angular  Position  [Degrees] 


-  Correct  for  systematic  error  of  probe  collection  area  (ions  in  gap) 

-  Measure  current  density  with  variations  in  background  pressure  and  distance  (vacuum  profiles) 


-  Calculate  axial  component  of  ion  beam  current  relative  to  channel  centerline  (not  thruster  centerline) 

-  Extrapolate  ratio  of  axial  to  total  ion  beam  current  to  exit  plane 
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Determination  of  Plume  Divergence 


Observations 


Ratio  of  Iaxial  to  Ibeam  agrees  for  all  probe  configurations  at 
a  given  pressure  and  distance 


y(x)=A2x2+A  tx+A0 


y  I  Axial  /  I  beam 

x  =  distance/diameter 
y(°)=  t Axial  /  Ibeam  at  exit  Plane 


Vacuum  conditions  exhibit  scattering  — >  external  potential 
field  structure  and  CEX  collisions  with  thruster  neutrals 


Characterize  plume  profiles  with  distance  and 
pressure  to  accurately  determine  divergence 


Beam  Divergence 
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Recommendations  for  High  Accuracy 
Faraday  Probe  Measurements 

1 .  Consider  effects  caused  by  ion  collection  at  the  base  of  the  gap  volume 

2.  Design  gap  width  to  be  -5-10  Debye  lengths  throughout  the  plume  (not  required) 

3.  Select  collector  material  with  low  SEE  coefficient  (tungsten,  molybdenum) 

4.  Scan  at  a  minimum  of  three  facility  background  pressures  (vary  by  at  least  one  order  of  magnitude ) 

5.  Scan  at  a  minimum  of  three  downstream  distances  (>  4  thruster  diameters  for  far-field  measurements) 

6.  Include  the  correction  factors  to  account  for  measurement  coordinate  system  (far- field  OR  near-field) 

7.  Account  for  ions  in  the  gap  volume  by  increasing  the  collection  area  with  kg  (-20%  decrease  in  IBeam) 


Resulted  in  3%  range  in  beam  current  and  2%  range  in  beam  divergence 

-  Estimated  uncertainty  in  ion  beam  current  is  ±3% 

-  Estimated  uncertainty  in  axial  component  of  ion  beam  current  is  ±5% 
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Ion  Migration  in  the  HET  Plume 
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Relative  Beam  Current 


Angular  Position  [  Degrees  ] 
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Ion  Beam  Current  Distribution  [  A  ] 


Normalized  Beam  Current  and  Relative  Difference  in  Ion  Beam  Current  [  -  ] 


Relative  Beam  Current 
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Vacuum  Beam  Current:  Difference  Relative  to  8  CCDD 
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—  Beam  Current  at  8  CCDD 

—  Difference  at  12  CCDD 

—  Difference  at  16  CCDD 

—  Difference  at  20  CCDD 
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Relative  Difference  in  Ion  Beam  Current  [  -  ]  Integrated  Relative  Difference  [  -  ] 


Angular  Position  [Degrees] 
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Vacuum  Beam  Current  Trends 
Comparison  with  Simulated  Results 


-Simulated  results  of  the  BHT-200,  nominal 
operation 

-  DRACO/COLISEUM  w/  double  ions,  no 
background  pressure 

May  indicate  the  vacuum  plume  expansion 
effects  are  caused  by  CEX  collisions  with 
thruster/cathode  neutrals 
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Gap  Correction  Factor  for  Corrected  Probe  Collection  Area 
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Normalized  Ion  Current  Density 


Faraday  Probe  Investigation 

Current  Density  Profiles  and  Equivalence  of  Ratios 


Ratio  Equivalence 
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0.5  mm  Gap  Configurations 


1.5  mm  Gap  Configurations 


Observations 
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cd  .o  i  0.5  and  1.5  mm  Gap  Configurations 
Consistent  difference  in  plume  profiles  betweer  ^  ^  ;t|*auons 


-  Ratios  of  collected  current  do  not  match  ratios  of  collection  mca 


Indicates  probe  geometry  is  affecting  ion  current 
density  measurements  in  the  plume 
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Faraday  Probe  Investigation 

Gap  Correction  Factor 


Hypothesis 

-  Ions  entering  the  gap  are  collected  by  the 
collector  and  guard  ring  side  walls 

-Increases  the  effective  projected  collection  area 
based  on  the  ratio  of  side-wall  surface  areas 


Projected  Collection  Area  of  Gap 


Side  Wall  Area  of  Collector  = 

Side  Wall  Area  of  Guard  Ring  =  AGR 
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KG  ~  ^Gap 


A 
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Ac  +  Agr  j 


Ions  to  collector 
Projected  Area  =  Ac 


Ions  to  collector  side  wall  Beam  ions  enter  gap 

Projected  Area  =  Kq 


Gap  Cross-Section 


-  Correction  accounts  for  gap  width  and  collector  diameter 

-  Significant  increase  in  effective  collection  area  (10-20%) 

-  Greater  increase  for  larger  gap  width 

-  Greater  increase  for  smaller  probes  (for  5-10  Debye  length  gap) 
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Normalized  Ion  Current  Density 


Faraday  Probe  Investigation 

Current  Density  Profiles  and  Equivalence  of  Ratios 
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0.5  mm  Gap  Configurations 
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1.5  mm  Gap  Configurations 


Observations 


ea  O 


Profiles  of  all  probe  configurations  match  throu  ^  ^  lid  piume 
Ratios  of  collection  area  match  ratio  of  collecteu  ouncntl 


The  gap  correction  factor  is  accurately 
accounting  for  ion  collection  in  the  gap 


Collector  1 

0.5  and  1.5  mm  Gap  Configurations 
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Application  of  Gap  Correction  to  Past  Investigations 
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Application  to  Past  Analysis 
Comparison  of  JPL  and  GRC  Nude  Faraday  Probes 


GRC  Nude  Faraday  Probe 
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JPL  Nude  Faraday  Probe 


12 _ I  i  i  i  i  I i  i i  i I  I  i  i  i  i  I i  i  i  i  I  I  i  i  i  i  I  i  i  i  i  I  I  i  i  i  i  I  i  i  i  i  I  I  i  i  i  i  I  i  i  i  i  I  I  i  i  i  i  I  i 


< 


10  ^ 


i  t 


a 

i 

o 

I 

o 
PQ 

§  ^ 


o- 


O— 


♦- 

♦- 


=4> 

— ♦ 


E  t 


L—  Discharge  Current  =  10.7  A 

—  Discharge  Current  =  10.2  A 

—  Discharge  Current  =  5.0  A 
r"  Discharge  Current  =  4.4  A 
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Line/Symbol  Style 
— ♦ —  JPL  Probe 
— O—  GRC  Probe 
Line  Color 

— ♦ —  300  V,  4.4  A 
— ♦ —  300  V,  10.2  A 
— ♦ —  500  V,  5.0  A 
— ♦ —  500  V,  10.7  A 
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Background  Pressure  [  torr  ] 

Walker  et  al.  —  “Ion  Collection  in  Hall  Thruster  Plumes,  ”  JPP,  2006 
Walker  et  al.,  AIAA-2002-4253 


JPL  Nude  Faraday 

GRC  Nude  Faraday 

Probe  Design 

Probe  Design 

Geometric  Area  [cm2] 

4.19 

2.96 

Area  Corrected  with  kg  [cm2] 

4.40 

3.38 

-  Similar  profiles  for  all  operating  conditions 

-  Differences  attributed  to  collector  SEE  (W  vs  304  SS) 

-  Debye  length  critical  when  designing  gap  for  flat  uniform 
sheath  (gap  <5-10  Debye  lengths) 

-  CEX  and  elastically  scattered  ions  must  be  filtered  >40° 
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Gap  Correction  of  the  JPL  Nude  Faraday  Probe  Design 


High  Background  Pressure 

Increased  pressure  results  in  ion 
collection  by  the  collector  side  wall,  and 
increases  the  effective  collection  area 


Guard 

Ring 

Collector 

Low  Background  Pressure 

Ions  within  the  gap  are  collected 
primarily  by  the  step  in  the  guard  ring 
since  it  faces  the  incoming  ions 
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Ring 
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-  Gap  correction  factor  not  applicable  to 
JPL  probe  design 

-  JPL  probe  has  minimal  collected  ions  on  side  wall, 
but  exhibits  more  variations  with  pressure 
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Study  of  Non-Uniform  Probe  Bias  Potential 
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Faraday  Probe  Investigation 

Distribution  of  Collected  Ion  Current  in  the  Gap  Volume 


Ions  in  gap  to  collector  wall 
(Guard  Ring  =  0  V) 
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Ions  in  gap  to  guard  ring  wall 
(Guard  Ring  =  -25  V) 


-25V 


A 


c 


Iqv 

f  25V 


All  ions  in  gap  to 
collector  side  wall 


All  ions  in  gap  to 
guard  ring  side  wall 


Collector  1  Collector  1+2 
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A-C  +  A  Gap 


Current  Ratio,  0=60 
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|  Current  Ratio,  0=90° 
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l  Current  Ratio,  0=120° 
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J”  Collection  Area  Ratio 
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Normalized  Collected  Current  [  -  ] 


Faraday  Probe  Fringing  Field  Effects 
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]  Collector  1  and  2  Bias  Potential  =  -15  V 
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Measurement  Coordinate  System  Effects  and  Correction  Factors 
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Spatial  Correction  Factors 
Corrections  for  2-Point  Source  Approximation 


-  Correction  factors  a  function  of  0,  R,  and  RCL 

-  Corrections  largest  on  thruster  CL 

-  Effect  decreases  rapidly  with  axial  distance 

-  Does  not  apply  to  CEX  ions 
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Spatial  Correction  Factors 
Angle  of  Beam  Ions  to  the  Probe  Face 
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Spatial  Correction  Factors 
Probe  Distance  to  Each  Point  Source 
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